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Abstract
Titanium (III) trichloride is validated here for the quantitative conversion of all nitrate plus nitrite in seawater to nitric oxide gas, thereby providing an alternative to the typically used reducing agent, ferrous ammonium sulfate plus ammonium molybdate, in the chemiluminescent detection of nitrate plus nitrite at the nanomolar level. We find that both Fe(II)+Mo(VI) and Ti(III) methods yield identical results for standards and seawater samples over a validated concentration range of 1 to 1000 nM, and are both in agreement with traditional colorimetric results. Benefits of the Ti(III) reduction chemistry are: simpler preparation, decreased ammonium contamination in a laboratory that measures low-level nutrients, 30% reduction of the sulfuric acid catalyst, and a higher sample through-put. Most importantly, though, this work can be considered the first step on a path toward a much-needed, direct measurement of dissolved organic nitrogen concentrations, as has already been achieved for dissolved organic carbon.
Introduction
In natural waters, the quantification of nitrate (NO 3 -) plus nitrite (NO 2 -) concentration (here forth referred to as [N+N] ) is typically done colorimetrically, in which case detection limits are 15-30 nM at best for segmented flow methodologies (e.g. Karl et al., 2001; Segura-Noguera et al., 2011) . However, [N+N] in extremely oligotrophic marine settings is typically 1 to 10 nM in surface water (Garcia et al., 2014) , necessitating a more sensitive method to quantify this basic nutrient in the uppermost portion of approximately one-third of the world's oceans.
Recognizing the need for a lower detection limit of [N+N] , Garside (1982) applied the (Cox, 1980 ) chemiluminescent (CL) method to seawater in which [N+N] are chemically reduced to nitric oxide (NO) gas and subsequently detected downstream via a highly selective, chemiluminescent reaction with ozone to produce excited-state nitrogen dioxide gas (NO 2 ). The number of photons detected by NO 2 returning to ground state is linearly proportional to the amount of NO in the sample gas stream, and hence the integrated signal output varies linearly with sample concentration. Reduction equations are as follows (Cox, 1980) : Because nitrite produces NO under much milder reducing conditions than nitrate does, a careful selection of reducing agent can result in the determination of either nitrite alone, or nitrite plus nitrate. For seawater, it is typical to use sodium iodide and glacial acetic acid to reduce nitrite alone and ferrous ammonium sulfate, ammonium molybdate and concentrated sulfuric acid to reduce [N+N] together (Garside, 1982) . These reducing reagents have been used extensively to measure low level [N+N] at Station ALOHA, the location of the Hawaii Ocean Time-series (HOT) (e.g. Dore and Karl, 1996) and during oligotrophic periods of the Bermuda Altlantic Time-series Study (BATS) (e.g. Lipschultz, 2001 ).
One drawback of using Fe(II)+Mo(VI) as reducing agents is that the reagents are both obtained as ammonium salts. Laboratory groups that are interested in the determination of [N+N] are also likely to want to measure ammonium (NH 4 + ), especially as more information comes to light about its critical role in the marine nitrogen cycle (e.g. Francis et al., 2007) , and as liquid waveguide capillary cell methods provide applicably low detection limits (Holmes et al., 1999; Zhu et al., 2014) . Since one of the biggest challenges of NH 4 + measurements is background contamination, an obvious step is to remove significant sources of ammonium from (Awad and Hassan, 1969) . Unexpectedly, a study by Yang et al. (1997) presented the effects of reducing agents on the recovery of [N+N] from plasmas of pig and dog and found lower recoveries using Ti(III) than using Fe(II)+Mo(VI). Also confusing is work by Aoki and Wakabayashi (1995) and Aoki et al. (1997) 
Methods

Analytical setup
The overall flow path (Appendix A) is based on the assembly of Cox (1980) and Garside (1982) , with additional steps taken to purify the extracted sample gas. A reaction chamber was fabricated by Ace Glass, Inc. (custom part #D100077) from an upside-down, 125 mL
Erlenmeyer flask fit with a PTFE stopcock at the base, two #7-threaded ports at the top for reagent and sample injection, and a degassing pathway for the flow-through of carrier gas.
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Samples and reagents are injected into the reaction chamber using manual injection and selection valves, respectively (Upchurch Scientific models V-541 and V-341). Reducing reagents are injected into the reaction chamber first and allowed to react for ~1 minute to purge background [N+N] , after which the sample is injected to a zero-blank environment. The carrier gas, UltraHigh Purity (UHP) Argon, is regulated with a needle valve upstream of the reaction chamber, bubbles through the sample/reagent mixture via a medium-porosity sintered glass frit, then exits with the entrained sample gas through a side arm at the top of the chamber at a flow rate of approximately 600 mL/min.
In-line purification of the sample gas is crucial for maintaining a stable baseline, clean detector, and high sensitivity. Accordingly, the sample gas passes sequentially through the following: an acid and water vapor trap, a sodium carbonate column, a sample gas dryer, and a needle valve, before entering the detector.
The acid/water vapor trap consists of a gas washing bottle fitted with an extra coarse glass frit (60 mL size for the Fe(II)+Mo(VI) method and 125 mL size for the Ti(III) method) filled two-thirds full with 6N ACS Grade sodium hydroxide and placed in an ice water bath.
This first purification step neutralizes most of the acid vapor and theoretically dries the sample gas to a dew point of 0°C.
The sodium carbonate column provides the final clean-up of acid vapors from the sample gas and will also collect mist or droplets of water. The glass column is 18.5 cm long by 1.5 cm I.D. with a 14/20 standard glass taper on each end. It is filled with 20 g of sodium carbonate mixed with 9 g of 1 mm-sized quartz chips to prevent clogging; glass wool is used as a stopper on each end of the carbonate mixture. The packed column is kept in a 60°C drying oven at least overnight and until use.
Water vapor in the sample gas is the primary cause for decreased sensitivity in the CL nitrogen detector, as energy from excited NO 2 is dissipated by collisional degradation with H 2 O instead of through the emission of photons (Mark Homan, PAC, LP, pers. comm.). Hence, we employ a sample gas dryer consisting of a Nafion membrane (Permapure #MD-070-48P-2) with countercurrent flow of dried house air (using a Drierite canister, #26840) as the final step in the purification of sample gas.
The extracted NO gas is detected by CL using an Antek model 7090 nitrogen detector set at a sensitivity of 25, high gain, and 750 V on the photo-multiplier tube. Flow-through of 
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6 Reagent concentrations and volumes using Fe(II)+Mo(VI) as a reducing agent follow the exact proportions used by Cox (1980) and Garside (1982) : a 10 mL sample is added to 10 mL concentrated sulfuric acid, 2 mL of 4% ferrous ammonium sulfate hexahydrate and 2 mL of 2% ammonium molybdate tetrahydrate. The Fe(II) and Mo(VI) reagents should be prepared fresh daily for best performance.
Reagent concentrations and volumes using Ti(III) as a reducing agent are as follows: a 10 mL sample is added to 7 mL of concentrated sulfuric acid and 2 mL of 4% (w/v) TiCl 3 . Heat provided by the hydration of sulfuric acid results in temperatures of reaction of ~95°C once the sample is injected. The 4% TiCl 3 solution is made in small batches (200 mL) and used for one to two days only. -Mother bottles‖ of TiCl 3 from the supplier are best maintained by purging the headspace with argon (or another inert gas) after each opening; in doing so, we have not noticed any degradation (i.e. precipitation of TiO 2 ) over the course of one year.
Seawater Samples
Seawater samples used for the comparison of reducing agents were collected from Station ALOHA, located 100 km north of Oahu, Hawaii, at 22°45'N, 158°W, during the HOE-BOE I expedition aboard the R/V Kilo Moana (cruise #1409). Seawater was collected in a depth range 5-150 m using a CTD rosette of 24 ten-liter Niskin bottles. Unfiltered samples were immediately stored in 500 mL high-density polyethylene bottles in a -4°C freezer (Dore et al., 1996) and then thawed overnight at lab temperature (20°C) prior to analysis.
Colorimetry Data
For comparison to the CL data, colorimetric analyses for [N+N] have also been made on our seawater samples following Strickland and Parsons (1972) adapted for segmented flow on a SEAL (formerly branded Bran Luebbe) AutoAnalyzer III. In this method, nitrate is quantitatively reduced to nitrite in a copperized cadmium reduction column buffered with ammonium chloride at pH 8.5. Nitrite is subsequently reacted with a mixed color reagent consisting of phosphoric acid, sulfanilamide and N-(1-Naphthyl)ethylenediamine dihydrochloride (NEDA). Light absorption due to the formation of an azo dye is then detected spectrophotometrically at a wavelength of 550nm. This method has a limit of quantification of ~40 nM [N+N] , an average repeatability of 0.4% and long-term accuracy within 2%
(http://hahana.soest.hawaii.edu/hot/methods/inuts.html).
Results and Discussion
Reagent Optimization
Titanium (III) chloride (in 2N HCl) can be used alone to reduce [N+N] in seawater.
However, heat and acid are needed to catalyze the reduction reaction so that the NO gas is generated rapidly and can be measured downstream immediately. Concentrated sulfuric acid is typically used as the acid catalyst in the CL detection of [N+N] (Cox, 1980; Garside, 1982; Aoki and Wakabayashi, 1995) because (1) it is highly exothermic upon hydration, thereby providing a reliable and consistent reaction temperature without the need for an external heat source, and (2) it has a low vapor pressure. We gave much consideration to the use of hydrochloric acid (HCl)
as the acid catalyst since it is much safer in the case of acute exposure, and, unlike sulfuric acid, it does not react with TiCl 3 . In early testing, we found that using HCl results in high quality sample peaks given an externally applied heat source (data not shown), but its high vapor pressure negatively affected the sample extraction line, caused an intolerable amount of baseline instability, and caused corrosion in the reaction chamber of the detector. As a result, sulfuric acid remained the chosen catalyst. If one pursued the use of HCl, we recommend a smaller reaction vessel with a very steady heat source (to avoid sharp changes in temperature) and the addition of a condenser before the acid trap to release large amounts of acidic condensation.
The following objectives were considered with respect to optimizing reagent volumes and concentration of the Ti(III) reagent: (1) effective scrubbing of background [N+N] contained in the sulfuric acid, (2) quality of peaks, (3) stability of the baseline, and (4) the ability to produce a resolvable peak from a 2 nM KNO 3 standard.
3.1.1. Undiluted TiCl 3
Our first approach was to use the Ti(III) reagent as provided by the commercial supplier (20% TiCl 3 in 2N HCl); this makes preparation simple and also helps to preserve the assay of Ti(III) (by not introducing oxygen-rich DI water). In this scenario, we found peak shape and signal counts to be optimized when using 6 mL of concentrated sulfuric acid per 10 mL sample injection. Higher amounts of sulfuric acid resulted in greater baseline noise with no
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8 improvement in peak counts. Lower amounts of sulfuric acid (i.e. ≤5 mL) produced broad peaks and slightly decreased counts, both of which are detrimental to the detection limit. Using 1mL of 20% (w/v) TiCl 3 solution (in 2N HCl) per sample injection resulted in quality peaks at both high and low nitrate concentrations; 2 mL does not improve peak shape or counts, but can increase baseline noise, presumably due to increased breakthrough of HCl vapor. Using 0.5 mL TiCl 3 reagent improves both peak height and count rate and decreases baseline noise; however, there is incomplete reaction with the sulfuric acid due to low reaction temperature, meaning the sulfuric acid [N+N] blank is not sufficiently purged and there is carryover to sample peaks, as observed by overestimates of standard concentrations at 2-4 nM nitrate. Ultimately, using the TiCl 3 reagent -undiluted‖ created an undesirable scenario in which reagent optimization was largely focused on minimizing baseline noise instead of evaluating peak quality.
Diluted TiCl 3
Using diluted TiCl 3 stabilizes the CL baseline (by minimizing HCl vapor in the sample extraction line) and allowed us to focus on sample peak shape. Sample peaks in the CL detection of [N+N] are shaped by the kinetics of chemical reaction and degasification of NO gas.
Assuming the reaction follows a ‗simple rate law', we would expect the sample peak to display a steep front followed by an exponential decay and, in fact, we do observe the peaks to be asymmetrical by nature (with the exception of very small peaks obtained from [N+N] under ~10 nM). Therefore, evaluating peak quality on the basis of symmetry is not applicable and instead
we evaluate peak quality according to peak width at 50% peak height.
Background [N+N] in the concentrated sulfuric acid, if present, is most effectively purged by adding 2 mL of the TiCl 3 reagent, as this provides a high enough reaction temperature to minimize the purge time to less than 1 minute. The optimal volume of sulfuric acid to be used for 10mL sample injections was then determined by setting the Ti(III) reagent to 2 mL of 5% (w/v) TiCl 3 (as suggested by Cox, 1980) and evaluating peak quality over a range of sulfuric acid volumes. Figure 1a shows that peak widths for a 200 nM KNO 3 standard decrease as the sulfuric acid volume increases from 5 to 7 mL; it is important to note, though, that integrated peak counts do not change, meaning only signal shape is changing, not recovery/reaction of nitrate.
With the optimal volume of sulfuric acid set to 7 mL, peak quality was evaluated over a TiCl 3 concentration range of 1-6% (Figure 1b) . Peak widths of a 200 nM KNO 3 standard
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9 decrease as TiCl 3 increases up to 4%, at which point, higher concentrations yield no additional improvement in peak shape. Again, integrated count rates do not change over the tested concentration range, indicating the insensitivity of this method to exact reagent volumes and concentrations.
In summary, using 2 mL of 4% TiCl 3 , and 7 mL of concentrated sulfuric acid, the final concentration of TiCl 3 in the reagent plus sample mixture is 0.4%. This abundance is in gross excess of that needed to simply reduce the nitrate (see section 3.4.1.) because Ti(III) is also oxidized by oxygenated water used for dilution, sulfuric acid, the injected sample, and through aging, but primarily it is needed to create a high chemical potential and fast reaction rate.
Similar to our reagent parameters, Cox (1980) suggested using 5 mL of concentrated sulfuric acid and 1 mL of 5% (w/v) TiCl 3 for a 5 mL sample, although no data from Ti(III) work were presented.
Method Validation
At a sensitivity setting of ‗25' and high gain on the Antek 7090 CL nitrogen detector, the linear working range spans 3 orders of magnitude, from ~1 nM to 2 µM [N+N] , which translates to 0.14 -280 ng of injected nitrogen from a 10 mL sample. It is worth noting that at the lowest sensitivity setting of the detector, the linear working range extends to >40 µM [N+N] . Figure 2 shows a typical calibration curve for low [N+N] concentrations. It is evident that there is no matrix effect since solutions prepared in de-ionized water fall on an identical calibration curve as solutions prepared in seawater. There is likewise no resolvable difference between the CL calibration obtained from nitrate versus nitrite, confirming previous work exploring Ti(III) as a reducing reagent (Awad and Hassan, 1969) . Additional examples of nitrite recovery are presented in Table 2 , including 3 nitrite standard solutions and one seawater sample known to contain 331 nM nitrite out of a total [N+N] of ~370 nM. Recovery of nitrite in all cases is accurate within 2 reproducibility limits (see below). Also, using the Wako CSK standard nitrite solution, a 40 nM nitrite reference standard was prepared fresh and analyzed on 5 separate days, yielding an average value of 39.8 nM ± 0.4 (1 ; n=11).
Repeatability (R, replicate measurements of the same sample, same day) varies greatly over the ‗high-sensitivity' working range (Table 1) , as to be expected when spanning 3 orders of magnitude. Repeatability, expressed as nM [N+N] (±1 ), ranges from ±0.15 nM (or 7%) at 2
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10 nM, improves to ±3.5 nM (or 0.4%) at 1000 nM, and is best fit by the following power law (Figure 3 ):
The above curve is constrained by 6 data points for solutions of KNO 3 prepared in DI water and 4 data points for natural seawater samples. Based on repeatability of the lowest standard (2 nM KNO 3 ), the limit of detection (3 ) is 0.45 nM and the limit of quantification (10 ) Figure 4 ).
Over the course of 14 different days, the averages (±1 ) are 4.1 ± 0.29 nM (n=30), 15.9 ± 0.64 nM (n=36) and 158.6 ± 2.55 nM (n=34). These values are nearly identical to 5-year averages from the HOT quality control charts using Fe(II)+Mo(VI) as a reducing agent with Wako CSK concentrations also at 4 nM, 16 nM and 160 nM nitrate: 4.09 ± 0.50 nM (n=60), 15.88 ± 0.94 nM (n=65) and 156.93 ± 4.51 nM (n=60) (http://hahana.soest.hawaii.edu/hot/methods/llnuts.html).
Sample Comparison
To directly compare the Ti reducing agent to the (Fe+Mo) reducing agent, samples and reference standards were analyzed by each method on the same day, using the same calibration standards, same sulfuric acid and same CL nitrogen detector (Table 2; Figure 5 ).
Using undiluted TiCl 3 , 28 seawater samples and 8 standards were compared. At [N+N] values less than 10nM, the average difference (Ti- (Fe+Mo)) Using diluted TiCl 3 , 13 seawater samples and 4 standards were used to compare the two reducing agents (Table 2; Figure 5 ). Although it is a smaller dataset than the one using undiluted Sipler and Bronk, 2015) . This approach works relatively well in the ocean's uppermost water column, since TDN is a significantly larger number than DIN (in most cases), leading to tolerable error estimates on DON values. As water deepens, DIN accounts for more and more of the TDN, resulting in intolerable errors and sometimes even negative values for DON (e.g. Hansell, 1993; Sharp et al., 2002) . A direct method to quantify DON is needed in order to establish a reliable mass balance of nitrogen in the lower ~80% of the open ocean.
A protocol for the direct determination of DON, is, by necessity, two-fold. The first step is to eliminate DIN from the seawater sample, with [N+N] being by far the most abundant component. The second step is to convert the many unique DON compounds into a single, measurable species of nitrogen, as is done with traditional TDN analyses (Sipler and Bronk, 2015 show procedural gains or losses of DON, with seawater being overall more problematic than freshwater; therefore, these are not reliable and have not been adopted for routine analysis of natural water samples.
Total Kjeldahl nitrogen (TKN) is a method for the determination of organic nitrogen content that has been applied extensively to foodstuffs as well as wastewater following its inception in 1883 (Kjeldahl, 1883; Sáez-Plaza et al., 2013) . It entails a sulfuric acid digestion that generates ammonium as a mineralization product, and at first glance, would seem ideally water in a number of locations (Fraga, 1966; Doval et al., 1997; Doval et al., 1999) , the method was not widely adopted, possibly because cumulative reagent blanks are quite high (2 µM N; Doval et al., 1997; Doval et al., 1999) and of a similar concentration to deep ocean samples (e.g. Karl et al., 2001 ) where a direct determination is needed most.
Here, we follow-up on an insightful recommendation from the DON subgroup report (Hopkinson et al., 1993) to modify the reduction chemistry validated by Cox (1980) and Garside (1982) and apply it to a method for the direct quantification of DON. Of course, using the standard Fe(II)+Mo(IV) reduction chemistry succeeds in purging [N+N] , but makes the quantification of DON completely unattainable due to overwhelming ammonium contamination.
By using TiCl 3 , [N+N] could be purged from the samples (in the form of NO gas), leaving only DON and original NH 4 + , with minimal contamination. Our preliminary results indicate that 40 µM of nitrate in seawater (both artificially spiked and in natural, deep seawater) can be converted to NO by pre-treating the seawater with only 0.06% TiCl 3 (w/v in the sample) and heating to 80°C in an oven (no addition of sulfuric acid); samples treated in this way have resulting [N+N] values that fall near the detection limit of the CL method (i.e. ~1 nM). Once
[N+N] is eliminated, the sample can be analyzed for remaining TDN (now equal to DON + NH 4 + ) with one of the conventional methods: high-temperature combustion, wet chemical
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13 oxidation, or ultraviolet oxidation. This shows great promise in the quest for a direct DON measurement, but additional work is needed to validate that the organic fraction of nitrogen is completely preserved. Also, ammonium would need to be measured, purged separately under alkaline conditions, or alternatively, be included in the DON measurement for a quantification of -reduced nitrogen.‖
Determination of [N+ N] in complex fluids
The quantification of nitrite and nitrate is profoundly important for characterizing not only natural waters, but also substances ranging from food and beverages to biological fluids.
Each substance is unique in terms of its matrix complications, method-dependent interferences, required accuracy and detection limits. The only method that competes with the CL method's low detection limit is through using liquid waveguide capillary cells coupled to the spectrographic method (e.g. Yao et al., 1998; Patey et al., 2008) , but it is subject to the normal drawbacks of traditional colorimetry, including sensitivity to matrix and pH, and a general intolerance to sample color or cloudiness. These drawbacks do not apply to the CL method, hence it has been adopted for biological fluids, such as blood, urine and plasma, starting with the work of Cox & Frank (1982) . The CL method has the potential to be more widely applied to a myriad of other commonly analyzed materials such as foods, wine and soils (see Moorcroft et al., 2001 ). The Ti(III) chemistry is an easier system to use than the more popular Fe(II)+Mo(IV) chemistry for the simple fact there is only one reducing reagent; it is also appealing compared to the use of the more toxic V(III) reducing agent (Braman and Hendrix, 1989) , and therefore has the potential to become the chemistry of choice.
Conclusions
The reducing agent Fe(II)+Mo(IV) (via ferrous ammonium sulfate and ammonium molybdate) has been used in the CL detection of [N+N] in seawater since the early 1980's (e.g. Garside, 1982; Dore and Karl, 1996; Lipschultz, 2001 ). Here we have validated the use of the Ti(III) reducing agent for seawater analyses, which has a number of benefits over the use of Fe(II)+Mo(IV), and yields identical precision, accuracy, detection limit and sample results.
Undoubtedly, the greatest benefit of the Ti(III) reduction chemistry is that it does not contain ammonium. As ammonium receives more and more attention for being an important
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14 part of the marine nitrogen cycle (see Francis et al., 2007 , for a helpful review), there is increasing interest in being able to measure its very low concentrations in seawater. One overarching challenge to this is the fact that ammonium (NH 4 + ) can volatilize as ammonia (NH 3 ), adsorb onto exposed surfaces, and cause widespread contamination of a laboratory. Because laboratory groups who are interested in measuring [N+N] are likely to also be interested in measuring ammonium, it is useful to have a [N+N] method that will not contaminate the analytical environment. Potentially even more significant is that by using Ti(III) to purge [N+N] from a water sample, the remaining DON pool could be quantified after oxidation to nitrate.
Additional benefits of using Ti(III) include: (1) the Ti(III) method has been optimized using 30% less concentrated sulfuric acid than the Fe(II)+Mo(IV) method, thereby increasing cost-effectiveness, and (2) if using sulfuric acid with no background [N+N] , sample run time can be decreased because there is no waiting period for purging reagent blanks, hence increasing sample through-put. b Reproducibility was determined from results for the Wako CSK Standard Nitrate solution diluted to 4, 16 and 160nM collected over the course of 10 days. Data points from the repeatability determination were averaged into a single data point for the calculation of accuracy and reproducibility. 
